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ALTERNATING-CURRENT    RESISTANCE  AND  INDUC- 
TANCE OF  SINGLE-LAYER  COILS. 

By  C.  N.  Hickman. 


ABSTRACT. 

An  integral  equation  method  is  used  to  develop  formulas  for  the  alternating-current 
resistance  and  inductance  of  a  system  of  parallel  "go  and  return"  circuits.  It  is 
shown  how  these  formulas  may  be  applied  to  single-layer  coils.  The  formulas  are 
applied  to  several  coils  in  which  the  "skin  effect"  is  quite  pronounced.  These  coils 
are  measured  at  several  frequencies  and  the  results  compared  with  the  computed 
values.  The  methods  of  measurements  are  explained  and  a  discussion  is  given  per- 
taining to  the  distribution  of  the  effective  resistance  in  a  coil.  The  eddy  current 
losses  due  to  dead  ends  are  measured  and  discussed. 

Other  formulas  are  applied  to  the  coils  and  the  results  vary  from  50  to  several  hun- 
dred per  cent. 

The  frequencies  for  which  the  formulas  are  suitable  depend  on  the  diameter  of  the 
conductor  and  its  material.  For  No.  2  copper  wire  3,000  is  the  highest  frequency  ap- 
plicable, butforNo.  22  copper  wire  frequencies  as  high  as  300,000  may  be  used. 

A  table  of  part  of  the  functions  occurring  in  the  formulas  is  given. 

A  simple  formula  for  the  mutual  inductance  between  coaxial  circles  of  the  same 
diameter  is  also  developed. 
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I.  INTRODUCTION. 

Several  formulas  for  the  alternating-current  resistance  and 
inductance  of  single-layer  coils  have  been  published.  However, 
the  results  obtained  by  applying  these  formulas  to  specific  coils 
are  so  widely  different  that  it  has  been  thought  advisable  to  treat 
the  subject  in  an  entirely  different  manner.  Most  of  the  past 
writers  on  the  subject  started  with  the  field  equations  and  by 
making  various  assumptions  were  able  to  obtain  a  solution  of  the 
problem.  An  integral  equation  method  is  used  in  this  paper  to 
develop  formulas  for  the  alternating-current  resistance  and 
inductance  of  single-layer  coils.  Owing  to  the  paucity  of  experi- 
mental data,  several  coils  were  constructed  and  the  resistance 
and  inductance  of  them  were  measured  at  several  frequencies. 

One  of  the  first  writers  on  this  subject  was  Sommerfeld.1  His 
assumptions  are  that  the  field  about  the  coil  under  consideration 
is  the  same  as  if  the  coil  were  infinitely  long.  Furthermore,  he 
neglects  the  effect  of  the  spacing.  This  leads  to  results  which  are 
far  from  correct.  In  his  original  work  he  obtained  a  formula  for 
the  resistance  only.  His  method  was  used  by  Coffin2  to  develop 
a  formula  for  the  inductance.  In  Sommerfeld 's  later  work  he 
takes  into  consideration  the  size  and  shape  of  the  wire  with  which 
the  coil  is  wound  and  also  the  spacing  between  the  wires.  Even 
this  formula  does  not  check  experimental  results  obtained  by  this 
bureau.  Breit3  has  applied  an  end  correction  to  Sommerf eld's 
formula  which  gives  much  better  values  but  which  are  still  quite 
different  from  our  measured  values. 

Cohen*  has  developed  a  formula  for  high  frequencies  but  it  is 
based  on  the  assumption  that  the  field  about  the  wire  is  the  same 
as  if  the  wire  were  square  and  the  spacing  zero. 

Butterworth5  has  published  a  formula  for  the  resistance  of  a 
single-layer  coil,  the  length  of  which  is  small  compared  to  its  diam- 
eter. This  formula  is  in  reality  one  which  he  develops  for  a  set  of 
parallel  wires  all  in  the  same  plane  and  all  carrying  currents  in  the 
same  direction  at  any  instant.  He  also  develops  a  formula  for  the 
resistance  of  a  single-layer  coil  which  is  applicable  to  coils  of  any 
length.  This  formula  shows  that  the  resistance  decreases  as  the 
diameter  of  the  coil  is  increased.     This  is  not  borne  out  by  experi- 

1  Aanalleii  der  Physik,  15,  p.  673,  1904;  24,  p.  609,  1907. 
3B.  S.  Bull.,  2.  No.  2,  p.  275;  B.  S.  Sci.  Paper,  No.  37. 

3  Unpublished.     To  appear  in  a  forthcoming  Scientific  Paper  of  this  bureau. 
«  B.  S.  Bull.,  4,  No.  1,  p.  161;  B.  S.  Sci.  Paper,  No.  76. 

'  "Eddy  current  losses  in  cylindrical  conductors,"  Philosophical  Transactions,  Royal  Soc.  of  London, 
Series  A,  222,  pp.  57-100. 
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mental  results  obtained  by  the  author.  In  developing  these  for- 
mulas, he  assumes  that  the  magnetic  field  from  a  conductor  is  uni- 
form over  the  cross  section  of  any  other  wire  however  close.  The 
assumption  might  be  satisfactory  for  conductors  far  from  the  point 
under  investigation  but  could  not  be  expected  to  hold  for  those 
conductors  quite  close. 

Dr.  H.  L,.  Curtis,  of  this  bureau,  has  developed  formulas  for  the 
alternating-current  resistance  and  inductance  of  a  return  circuit6 
and  also  for  a  three-phase  7  current.  The  formulas  for  the  return 
circuit  have  been  checked  by  experimental  results.  The  method 
is  a  decided  departure  from  the  usual  treatment  of  such  problems. 
He  considers  the  conductors  made  up  of  infinitesimal  filaments 
carrying  currents.  He  assumes  a  current  distribution  in  the  wires 
of  a  Fourier  and  power  series  type,  and  knowing  the  mutual  induc- 
tance between  filaments  he  obtains  a  solution  by  an  integral 
equation  method. 

This  paper  is  an  attempt  to  apply  the  integral  equation  method 
to  coils.  Since  the  formulas  for  the  mutual  inductance  between 
two  circular  rings  are  rather  complicated  and  the  integration  be- 
comes very  difficult,  after  several  attempts  to  make  use  of  them  it 
was  finally  decided  to  try  to  find  a  relation  between  the  conditions 
existing  in  a  coil  and  those  in  straight  parallel  wires  in  the  same 
plane  with  a  similar  return  set  of  wires,  the  spacing  between  wires 
of  the  same  plane  corresponding  to  that  in  the  coil.  It  is  evident 
that  the  field  about  the  wires  in  a  coil  may  be  approximated  in 
such  a  system  if  the  proper  distance  between  the  two  floors  is 
determined. 

II.  RELATION   BETWEEN   PARALLEL   FLOOR   SYSTEMS 

AND    COILS. 

Two  relations  between  the  parallel  floor  system  and  the  coil  will 
be  developed  from  which  the  alternating-current  resistance  of  a 
coil  may  be  obtained  by  finding  it  for  a  particular  parallel  floor 
system.  Both  relations  give  the  distance  between  the  parallel 
floors  as  a  function  of  the  diameter  of  the  coil.  The  results  ob- 
tained by  either  assumption  check  measured  values  within  experi- 
mental errors. 

These  methods  of  determining  the  proper  distance  between  the 
parallel  floors  to  represent  the  conditions  existing   in  the   coil 

6  B.  S.  Sci.  Papers,  16,  pp.  93-124,  1920;  B.  S.  Sci.  Papers,  No.  374. 

7  Physical  Review,  18,  p.  156;  1921. 
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are  not  set  forth  as  a  rigorous  mathematical  solution.  However, 
the  results  seem  reasonable  and  are  justified  by  the  experimental 
results. 

1.  FIRST  RELATION. 

Consider  the  self-inductance  of  a  circular  ring  of  circular  cross 
section.  The  approximate  inductance  L  of  this  ring  is  given  by 
the  equation : 

L  =  2tD'  (log  ^-i-75) 

where  D'  is  the  diameter  of  the  ring  and  a  is  the  radius  of  the 
wire. 

The  inductance  of  a  very  long  return  circuit  is  given  by  the 
equation : 

L  =  4/(log-  +  o.25) 

where  /  is  the  length  of  the  circuit;  D  is  the  distance  between  the 
two  wires;  and  a  as  before  is  the  radius  of  the  conductor.     Now  if 

.     ttD' 
I  = » 

2 

by  equating  the  two  expressions  for  the  inductance  L 

log  -  =  log  ^~  -2  or,  log£>  =  log4£>'-2 

From  which 

D  =0.541  D' 

This  means  that  a  portion  of  a  return  circuit  of  length  equal  to 
one-half  the  circumference  of  the  ring  and  spacing  of  0.541  of  the 
diameter  of  the  ring  has  the  same  inductance  as  the  ring  itself, 
or  that  the  inductance  per  unit  length  of  the  wire  in  either  case 
is  the  same. 

Furthermore,  if  additional  turns  are  added  to  the  ring  under 
consideration,  the  conditions  existing  in  a  coil  may  be  approxi- 
mately duplicated  by  a  system  of  parallel  floors  of  wires,  the  spac- 
ing between  the  floors  having  the  same  ratio  to  the  diameter  of 
the  coil  as  indicated  above. 

A  very  simple  formula  for  the  mutual  inductance  between  two 
circles  may  be  derived  from  the  foregoing  assumptions.  This 
formula  is  given  and  discussed  in  the  appendix. 

The  fact  that  this  relation  gives  an  approximate  formula  for 
the  mutual  inductance  between  two  coaxial  circles  is  another 
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proof  that  the  assumptions  are  justified.  By  making  use  of  this 
mutual-inductance  formula,  the  problem  of  finding  the  alternat- 
ing-current resistance  of  a  coil  could  be  solved  by  dividing  each 
turn  into  filament  rings  and  integrating  over  each  turn;  that  is, 
filament  rings  taking  the  place  of  straight  filaments  in  Dr.  Curtis'  s 
work.  The  integrations  are  more  difficult  to  carry  through  by 
this  method  so  that  it  is  preferred  to  treat  the  problem  for  the 
coil  by  solving  an  equivalent  parallel  floor  system. 

2.  SECOND  RELATION. 

Another  method  of  determining  the  proper  distance  between 

the  floors  to  represent  the  coil  is  as  follows: 

Let  Df  =  the  diameter  of  the  coil 

and  D  —  the  distance  between  the  floors  which  is  to  be  determined. 

-kD' 
Consider  a  portion  of  the  parallel  floor  system  of  length  ; 

that  is,  one-half  the  circumference  of  the  coil.  If  there  are  a  large 
number  of  turns  of  wires  in  the  coil  and  also  in  the  parallel  floor 
system,  the  field  in  the  coil  will  be  uniform  and  constant,  and 
equal  to  the  field  between  the  parallel  floors  in  every  respect. 
The  field  outside  of  either  system  will  be  zero.  If  we  choose  a 
distance  D  between  the  parallel  floors  so  that  the  rectangular 
section  will  contain  the  same  number  of  lines  of  force  as  the  coil, 
we  may  assume  that  the  current  distribution  in  the  wires  of  the 
parallel  floor  system  will  be  about  the  same  as  in  the  turns  of  the 
coil. 

D' 
In  order  to  meet  these  conditions  D  must  equal  —     This  is 

not  the  same  relation  obtained  for  the  first  method  but  when 
used  in  the  formulas  it  does  not  give  results  far  different  from 
the  other.  The  change  in  resistance  and  inductance  of  a  long 
coil  with  frequency  is  not  a  strong  function  of  the  diameter.  How- 
ever, the  diameter  of  all  finite  coils  must  be  taken  into  considera- 
tion in  computing  these  changes. 

If  the  coil  were  infinitely  long,  the  variation  of  the  current 
distribution  with  the  diameter  would  probably  be  very  small. 
In  like  manner,  the  distance  between  the  parallel  floor  systems 
would  probably  be  unimportant. 

When  we  consider  coils  of  finite  length  the  current  distribution 
is  no  longer  independent  of  the  diameter  of  the  coil  or  the  distance 
between  the  parallel  floors.  The  two  relations  given  above,  for 
which  it  is  claimed  the  current  distribution  in  the  conductors  will 
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be  approximately  the  same  for  the  parallel  floor  system  as  for  the 
coil,  give  about  the  same  results.  One  is  based  on  making  the 
inductance  per  unit  length  of  the  conductor  of  the  two  systems 
equal  and  is  derived  by  considering  a  single  turn.  The  other 
relation  comes  from  a  consideration  of  many  turns  and  is  based 
on  an  attempt  to  make  the  total  magnetic  field  within  the  coil 
equal  to  the  total  magnetic  field  within  a  corresponding  length  of 
the  parallel  floor  system.  The  close  agreement  between  two 
relations  of  so  widely  different  nature,  together  with  the  results 
obtained  when  applied  to  specific  coils,  justify  the  assumptions. 

Therefore,  in  order  to  develop  formulas  for  the  resistance  and 
inductance  of  a  coil,  it  is  only  necessary  to  develop  formulas  for 
parallel  floors  of  wires,  one  floor  being  a  return  at  a  distance  D 
from  the  other.  The  integral  equation  method  is  easily  applied 
to  this  case. 

III.  DERIVATION   OF  FORMULAS. 

Consider  a  group  of  parallel  cylindrical  conductors  having  the 
same  diameters,  equally  spaced,  having  their  axes  all  in  the  same 
plane  and  all  carrying  the  same  current;  and  another  similar 
group  in  a  plane  parallel  to  the  first  and  at  a  distance  D  from  it 
carrying  the  return  circuit.  If  the  current  is  alternating,  the 
resistance  and  inductance  of  it  may  be  found  by  the  integral 
equation  method. 

In  Figure  i  let  p  with  coordinates  p,  8,  be  a  point  in  the  middle 
conductor  at  which  the  current  density  is  to  be  determined,  p0  an- 
other point  in  the  same  conductor,  distant  from  p  by  d0  and  pT, 
pr,  PT,  and  Pr  points  in  the  other  conductors  distance  from  p  by 
dT,  dr,  DT,  and  Dr,  respectively. 

Bold-faced  letters  (4,  a)  are  used  for  the  system  to  the  right  of 
the  middle  conductor  and  light-faced  letters  (A,  a)  for  the  system 
to  the  left.  Lower-case  letters  are  used  for  the  upper  floor  and 
upper-case  letters  for  the  lower  floor. 

Consider  each  conductor  made  up  of  infinitesimal  filaments 
and  assume  that  u',  u'0,  Mr,  ur,  Ur,  and  UJ  is  the  instantaneous 
current  density  at  p,  p0,  pT,  pr,  PT,  Pr,  respectively,  and  that  m0, 
mr,  mr,  MT,  Mr  is  the  mutual  inductance  between  the  filament  at 
p  and  those  at  the  other  points,  respectively.  The  general 
equation 
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as  found  by  Dr.  Curtis 8  becomes  in  this  case : 

E'  =  uVf  +  //m0^d30  +  S/Jmr^-d8r+S//mr^-dsr 

-S//Mr^d5r-Sj/Mr^dSr 

Where  s0,  sr,  sr,  ST,  and  Sr  are  elements  of  area,  a  =  resistivity  in  elec- 
tromagnetic cgs  units,  and  E'  is  the  instantaneous  electromotive 
force  applied  at  the  ends  of  the  parallel  floor  system. 

The  sums  are  with  respect  to  the  r's  and  are  for  all  the  con- 
ductors to  the  right  and  left  of  the  middle  conductors,  respec- 
tively. The  middle  conductor  of  the  return  circuit  must  also  be 
included. 

The  mutual  inductance  between  two  long  filaments  is: 

m  =  2I  (log  2I)  - 1  log  d2 

Substituting  the  values  of  the  m's  in  equation  (1)  and  denoting 
the  total  number  of  conductors  in  each  plane  by  N 

E'  =  u'al  +  2l(\og2l-i)  j  f^dSo-lfflogdl^ds* 

+  2l  (log  2f-l)sJJ^d8r-/S//lOgd?^-d«r 

+  2l  (lOg  2l-  I)  2  j  J^-dsr-/S//lOg  *£  ^-dSr  (2) 

-2l  (log  2l-  I)  2  J  J^dSr-J2  J\flog  D\  ^-dSt 

-2l  (log  2l-  i)  2  J  J^dSr-!2  J/log  D?  ^dSr 

Since  the  current  is  the  same  in  all  the  conductors  all  the  terms 
above  that  are  multiplied  by  2/  (log  2I  —  1)  are  equal  and  since 
there  will  always  be  the  same  number  of  negative  terms  as  there 
are  of  the  positive  ones,  these  terms  vanish. 

Equation  (2)  therefore  reduces  to: 

E'-u'al-lff  log  dl  ^  ds0-/2j7  log  d\  ^  dsr 
-/2j/logd?  ^  dsr  +  /2//  logZ>?^dSr 

+  *2j7logD?^dSr 
But  E'  =Edut,  u'  =Mei("t"*> 

•  B.  S.  Sci.  Papers.  16,  p,  96,  1990;  B.  S.  Sci.  Papers,  No.  374- 
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Referring  to  Figure  i  for  the  manner  in  which  the  angles  are 
measured  and  the  significance  of  the  various  symbols : 

dl  =p2+p20-2pp0  COS   (0-0o) 

d2  =(sr  +  p  sin  0  —  pT  sin  0,)2  +  (p  cos  0  — pT  cos  0r)2 
=  (qT  sin  zT  —  pT  sin  0r)2  +  (qT  cos  zT  —  pT  cos  0r) J 

=  Qi  +P2t-2QtPt  COS   (2r~0r) 


Where 


qT  sin  zr  =  sr  +  p  sin  0, 

qT  cos  zr  =  p  cos  0 

9  ?  =  r2s2  +  2psr  sin  0  +  p2 


In  like  maimer 
Where 


Also 
where 
and 
where 


d2  =  q?  +p?  -2qrpr  cos  (zr-0r) 

q  r  =  r2s2  —  2psr  sin  0  +  p2 

Z>?=Q2r+2QrPrcos  (®r-Zr)+P? 
Q2=p2+H2+2pHrCOS  {Tt_6) 

D?  =Q?  +2QrPr  cos  «g)r-Zr)  +P2r 

Q?  =p2+H2r  +2PHr  cos  (rr  +  0) 
Substituting  these  values  in  equation  (3) 

E  =  <7fue-^-ja>//Sp0dp0/2Mog[p2  +  p2-2pp0  cos    (0-0o)]«oe^d0o 
-■]UXflpxdPrfl1'  log  [q2  +p2-2qrPl  cos  (2r-0r)]Mre"JM0r 
-jco/S/^Prdpr/^  log  [q2.  +p2  -  2qrPr  cos  (zr  -0r)]  ure^d0r     (4) 
+jo)Z2/SPrdPr/2^  log  [Q2T  +  P2  -  2QrPr  cos  (®  -Zr)]  t/re^d@r 
+jco/S/SPrdPr/2'rlog[Q2  +P2  -2QrPrcos(®-Zr)]Ure^d(g)r 

U  and  0  are  functions  of  p  and  0  but  since  they  have  the  same 
values  for  —0  as  for  0,  they  may  be  expressed  in  a  Fourier  series 
in  terms  of  the  cosine  series  only.  This  is  equivalent  to  saying 
that  the  current  distribution  is  symmetrical  about  the  line  drawn 
through  the  center  of  the  conductor,  perpendicular  to  it  and  to  the 
planes  of  the  conductors.  This  is  exact  for  the  conductor  under 
investigation;  that  is,  the  conductor  at  the  middle  of  the  system, 
and  is  nearly  so  for  all  conductors  near  by.  The  distribution  of 
the  current  in  the  middle  conductor  will  be  little  affected  by  the 
manner  in  which  the  current  is  distributed  in  those  conductors 
which  are  at  a  considerable  distance  from  it.    Therefore,  in  deter- 
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mining  the  effect  on  the  middle  wire,  the  current  distribution  in 
the  other  wires  is  assumed  to  be  the  same  as  in  the  middle  wire. 

Ue_i*  =  a0  +  a1  cos  6  +  a2  cos  2  0  + 

+  p  (60  +  6X  cos  0  +  b2  cos  2  0  + ) 

+  p2  (Co  +  Cj  COS  0  +  C2  COS  2  0  +  •    •    •    •) 

+p3  (d0  +  rfi  cos  0  +  rf2  cos  2  0+  •  •  •  •) 
4- etc. 

Since  it  is  known  that  the  current  distribution  is  finite  and 
single  valued  at  the  origin  (that  is,  at  the  center  of  each  conductor) , 
it  can  not  be  a  function  of  0  at  that  point,  so  that: 

a1  =  a2=a3= etc.  =  0 

Also  it  may  be  assumed  that : 

If-) 

I  \dx/x=,+0 
And  since: 


And 


As  p  approaches  zero  from  0  =  const,  and  from  0  =  const.  +  ir  U  is 
of  opposite  sign  and  this  can  be  true  only  for  cos  0,  cos  30,  cos  50, 
etc.     Therefore 

60  =  62  =  64  etc.  =0 
And  also  since: 

/d2U\         =£/dU\  /d2U\ 

\dx2/x=+0     dp\dp/P=+0       \dp2/p=+o 

0=const.  9=const. 

/d*u\      _A/_^y\       =(—\ 

Vdx2A=-o         dp\     dp/,-+o  W/ 


I  \dx/» — 0 1 

■\(—)         l  =  l 

/tfU\ 
Vdx-A-o 

\dx7s= 

+0     \dp/P=+o 

9=const. 

W,=- 

\dp/p=+0 

9=const.-f 

IT 

And 


9=const.+]r  9=const.+x 


As  p  is  decreased  from  0  =  const,  and  from  0  =  const.  +  t,  the 
sign  is  the  same.     This  can  be  true  only  for  cos  20,  cos  4.6,  cos  60,  etc. 
Therefore :  ct  =  c3  =  c5  =  etc.  =  0. 
In  like  manner  it  may  be  shown  that : 

d0  =  d2  =  di  =  etc.  =  0 

et  =  e3  =  e5  =  etc.  =  0 etc. 

Also  the  terms  of  higher  multiple  than  two  of  the  angle  are 
negligible. 
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The  expression  for  U  e-'*  therefore  simplifies  to : 

Ue-j*  =  a0  +  c0p2  +  e0p4  +  fir0p6+ 

+  (61P  +  tf1p3  +  />5+ )  cos  6 

+  (c2p2  +  e2pi+g2p6  +  •  •  •  ■  )  cos  20 

+ etc. 

Substituting  in  equation  (4)  and  integrating  by  making  use  of 
the  integrals  given  in  the  Appendix : 

E  =  cr/[a0  +  c0p2  +  e0p4  +  gr0p6+ 

+  (61p+rf1p3  +  /1p5+ )  cos0 

+  (c2p2+e2pi  +  g2p'i+ )  cos  20 

+ etc.] 

-i^loga^A^....)] 

+HIHx+^+f+ )] 

/6xa2    dia4    />  \~1 

H^(£+£+g+ ) 

^(^VfVf-r )]coS20 

+    etc. 

-j^[47rS  (log  gr+log  qr)  ^  +  ^  +  ^+  •  •  •  )] 
.    ,  T     „  /cos  rr     cos    zr\  /ftia4     rf,a6     Aa8  \1 

f      /cos2_^     cos2zr\/c2a6     e2a8     o2a10  \~| 

+ etc.  (5) 

+jW/[47rS  (logQr  +  log  Qr)  (*f +  *£  +  *<£  +  .  •  .  JJ 
.    J     ^,/cosZ,     cos  ZA/^a4     c^a6     /xa8  \"| 

["      /cos  2Zr     cos  2  ZA,  /c2a6     e2a8     y2a10  Yl 
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By  equating  to  zero  coefficients  of  like  terms  of  pn  and  pm  cos  n  d, 
many  of  the  undetermined  coefficients  are  easily  evaluated. 

TABLE  I. — Coefficients  of  Terms  Involving  p  and  d  from  Equation  (5). 


Coefficients  of — 


P2 

P* 

P6 

P8 

P10 

P12 

p3  cos  e 
ps  cos  e 
p7  cos  e 


Values 
obtained. 


Values 
obtained. 


c0=J  v  a0 


_Ji)°C2 

1112  "302400 

14515200 


Substituting  the  values  of  these 
equation  (5)  and  letting  77  a2  =  X,  the 
(5)  reduce  as  follows: 


coefficients  which  occur  in 
series  occurring  in  equation 


0a2    c0a4    e0a6  aca2/       jX 

4~+T6-+^6-+','=T"VI+T 

6,a2  ,  d^  ,  /,a8  ,         _feia2/        jX 

2    V       4 


246 


c,a2     e,a4     <7,a6               c,a2  /  jX 

246                    2    \  6 

Coa3/  ■  A 

2    \  2 


c0a      c0a      c0a 
246 


X2  jX3 

36  576 

36  576 

X2  jX3 

72  1440 

12  144 


p, 


•Hfp- 

■y-f 
y 


C£.p 


&xa4     d,a6     Aa8 
^~+-6~+~8~+' 

Cja6     e2a8     o2a10 
6         8         10 


6ta4 

4 

c,a« 


V         3       24     360  /        4 


( 


jX 

1  +  — 
4 


X^_  jX3 
40     720 


+ 


\==£if 


Qi 


Q2 


-Qs 


Hickmam  Skin  Effect  in  Solenoids.  85 

Where 

And 

|njkXk 
|k  +  i  |k  +  fi 


p..rS 


k-0  I 


Substituting  these  values  in  equation  (5),  putting  in  the  values  of 

n  ,  ,         N   /cos  nzr  ,  cos  nzr\ 

(log  gr  +  log  qr),  (        n      +        n       )> 

\      H r  4r       / 

.,       «      ,      _  .    /cos  nZr  ,  cos  nZA 
(log  Qr  +  log  Qr) ,  (      gi     +  — qu— )' 

given  in  the  appendix,  dividing  by  al  and  noting  that =X 

IT 

equation  (5)  becomes 

E 

-j  =  a0  +  &iP  cos  8+c2p2  cos  20+ 

01 

-  2jXa0Q!  log  a  +JXOOP!  +jX61P1p  cosfl+J  °2   V  cos  20 
-24jXaoQ1logrs-]TJ^^Vcos20  + 

+  24JW3i  logHr+^]4JX°°PlDp  cosfl 
_VJ  ^£_V  cos  2„  +VJ  ^5|Q.  p*  cos  „ 

+Vjjx^£+2JX^Q,pC0S(, 

S2jXJ.,a'QJ)'  y\  2jXcsa'Q,D'    yijXc.a'Q, 
w, pcos«-2_,       3H,       +Zj^HT 

+ etc. 
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Equating  coefficients  of  like  powers  of  pn  cos  nd  to  zero,  and, 

iXP 
noting  that  i  +jXPi  =Q0  and  i  -K — 2  =  Qt 


(?) 


~t  =  a0Q0  -  2j  Xa0Q ,  log  a  -  2  4J  Xa0Q ,  log  rs  +  2  4J  Xa0Q ,  log  Hr 

yry)\b^Q2D    jXc2a4Q,v^r  1      j_     2DH 
+  Zj       H2r  3       Zj[_r2s2    H?  +  H*J 

S4JXa0Q1D 
H? 

1    Q0+jXa^S[i  +  ^-§>  ] 

Substituting  the  values  of  6j  and  c2  in  equation  (7) : 
~l  =  aoQo  -  2jXa0Qi  log  a  -2  4JXa0Q1  log  rs  +2  4JXacQi  log  Hr 

4Vc0a2Q1Q3[2§T 

Qo+jXa^Q^^  +  pL-^-2]  (lo) 

But  E  is  equal  to  the  impedance  times  the  total  current  through 
the  conductor,  so  that 

rr      /d    ,  •    t  \       2    r\       (R +jcoL)  a0Q,<r/ 
E  =  (R  +j«L)  Tra2a0Q1  = ^ 

where  R  and  L  are,  respectively,  the  alternating-current  resistance 
and  inductance  of  the  system  of  parallel  wires,  and  R0  is  the  direct- 
current  resistance  which  is  equal  to  — =• 
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Substituting  the  above  values  of  E  in  equation  (10),  dividing  by 
aeQ,  and  noting  in  Figure  1  that  H2T  =D2  +  r2s2 

R^L  -  Q2  ~  2JX  log  a  -  4jXS  log  rs  +  2JX2  log  (D2  +  r2s2) 


,         gHU^gg] 


[ZjE^  +  r 
Q2     J      ZjLr2s2     D2  +  r2s2     (D2  +  r2s2)2J  (11) 


+ 


2Va 
3 


Si  yf  1        2  4d2    n 

r2s2  Z-f  |_r 2s2     D2  +  r2s2     (D2  +  r2s2) 2  J 


00  00 

Since/  ,  -,  =  — and  /  1  -4= — » if  the  number  of  conductors  N  is 
*—*  r2     6  *— '  r4     90 

r  =  1  r= 1 

large,  these  values  may  be  substituted  in  the  above  equation. 

In  order  to  include  the  effect  of  the  middle  conductor  of  the 
return  circuit,  the  sums  must  include  the  condition  where  Hr  =  D 
or  where  r  is  zero.  However,  the  corresponding  rth  wires  of  the 
two  sides  have  been  added  so  that  the  coefficient  multiplying  the 
terms  where  Hr  =  D  must  be  divided  by  2.     Therefore 

_N-i 

2 

2jD2  +  r2s2=D2+    2-1   D2  +  r2s2 
r=  1 


2 


2j(D2  +  r2s2)2    D4+    2-1 


|(D2  +  r2s2)2    D4^     L-l    (D2  +  r2s2)* 


_N-i 
2 

2  log  (D2  +  r2s2)  =  log  D  +    J]    log  (D2  +  r2s2) 

r=  1 

27643°— 23 3 
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A  very  close  approximation  to  the  value  of  these  sums  may  be 
obtained  by  integration. 
Let    rs  =  x 


Then 


r  = 


N-i 


2]D-H 

r=  i 


Ns 

W  f =T 

t-rV     si  D: 


dx 

!+x2 


X=s/2 

=  slD  tan    D  J    _  _s  -  Ds  Ltan    ^D  "  ten    2D  J 


Ns 


Therefore 


V 


i  i  I~.5     i/       .Ns  .  s  \i 

W  =  D  |_D  +  s\tan   2D  - tan  2D ) J 


Z-lD2  + 
In  like  manner  it  may  be  shown  that 


2N 


2LJ  \D2  +  r2s2/       /  »rv  +  r2s2    jm* 


that 
and  that 


NV  +  4D2    s2  +  4D2^D2 
2  log  (D2  +  r2s2)  =  (N  - 1)  log  s  +S 


21ogrs  =  logs(^)+log(^)!=^logs  +  log(^i)! 


Where 


Ns 
2D 


c    N,     /N2    D2\    KT  ,  2D  ,      , : 
S  =  -tog(T  +  s^-N-r-tan-'; 

1  ,     /i    D2\         2Dx     i-s";_i     ~ 
-2loH4  +  ^/+I~Ttan    2D+1°SD 

Substituting  the  values  of  these  sums  in  equation  (n) 

R+jcoL     Q„  -  ...      /N-i\.       ... 

Rp     =  q-  +  2jX  log  a  -  4jX  log  1  — —  \ !  +  2jXS 


4X2a 


+ 


+ 


Q2+JXa 


D  +  s 


1/       tNs  .  s  \T 

s\tan   &-***  2DjJ 


2N 


i+: 


T^XVTTr 

9s2    |_6s 


'    D'J 

6s2    N2s2  +  4D2     s2  +  4D2     D2  J 


_6s2     NV  +  4D2    s2  +  4D 

4N  4       ' 


(12) 


Q,     jXrV 
Q3      90s4 
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The  series  Q0,  Q1(  Q2 Qa  are  related  to  each 

other  in  the  following  manner : 


Qn  =  Qn  +  I  + 
Qn 


AQn  +  2 


(n  +  i)  (n  +  2) 
ndQ^ 


j     dX 

Representing  the  real  and  imaginary  parts  of  any   ratio  ~-  as 
follows : 


len 

Qb 
Qa' 

=  Ua,n+jXVa,n 

Qo 
Qt  = 

=  U0/1+jXV0/1 

Qo 

Q2 

=  Uo/2+jXVo/2 

Qa' 

=  Ul/3+jXVl/3 

It  has  been  shown  by  Dr. 

Chester  Snow 9 

that 

\2k 
00                          A 

00 

X2k 

Qn_! 
Qn 

x^lklk  +  n-i 

71       00                    \2k 

I2  k  +  n     jX  0  |k|k  +  n 
J +J LJ 

n    °° 

i|2  k  +  n  +  1 

X2k 

0  |k|k+7i  [5 

:k  +  n                0  |k|k  + 

n|2  k+n 

n 


By  means  of  this  formula  and  the  relations  given  above  it   is 
possible  to  express  the  real  and  imaginary  parts  of  any  ratio 

5T2  in  the  form  of  one  series  divided  by  another.     The  real  part  of 

the  above  formula  is  denoted  by  — —  and  the  imaginary  part  by 
XVn_t 

LetG  =  4Xv[^  +  i(tan-^-tan-^)] 

TrVa4 1"  t2  4N  4  _*1 

9s2    L6s3+N2s2  +  4D2     s2  +  4D2  +  D2J 

-  "  Vo/2  +  6s2      a   |_N2s2  +  4D2  •■  s2  +  4D2  +  D2 J 


90s4 


•  Unpublished. 
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Substituting  in  equation  (12)  and  taking  the  real  parts 
R  G  K 


R0     ~*T        .X'E'",       X'F*  (13) 


Taking  the  imaginary  parts  and  noting  that  5-  =  7 

L  =  /V0/I - 2i  log  z-4  log (^Ii)  !  +  2IS 

IG  IK  (14) 

Where  L  is  the  self-inductance  of  the  conductor  under  investi- 
gation plus  the  mutual  inductance  between  it  and  all  the  other 

conductors,  the  frequency  being  — — 

2ir 

A  more  useful  formula  will  be  obtained  by  assuming  that  the 
ratio  of  the  inductance  expressed  by  equation  (14)  to  the  induct- 
ance of  the  same  system  for  zero  frequency  is  equal  to  the  corre- 
sponding ratio  of  the  inductances  of  a  coil,  the  length  of  which  is 
great  with  respect  to  its  diameter. 

For  zero  frequency  formula  (14)  reduces  to: 

L0= — 2I  log  a  — 4/  logf j  \  +  2lS 

The  change  in  the  inductance  due  to  the  alternating  current  is: 

AT      t       r       I     ,V7  *G  /K 

AL=L0-L  =  --;V0/l+f72 +  , 


'  «•  v  0/1  T  t  j  2  T  t  1  2 

^  +  X2E     ^34-\2F 
E  F 

The  ratio  of  the  alternating-current  inductance  to  the  direct- 
current  inductance  is 

1  G  K 

-v0/i+tt2  +n2, 

L_L0-AL_    _AL= E   +A  F    +A       (15) 

L0         L0  L0      *     1  ,    c       .  ,      /N-i\, 

-  +  2S-2loga-4log^-^—  y. 

Formulas  (13)  and  (15)  represent,  respectively,  the  ratios  of 
the  alternating-current  resistance  and  inductance  to  the  direct- 
current  resistance  and  inductance  of  a  system  of  parallel  go  and 
return  conductors.     These  formulas,  as  explained  in  the  beginning, 
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will  be  approximately  correct  for  long  solenoids  if  D  represents  the 
radius  of  the  coil. 

If  the  number  of  conductors  of  a  system  of  parallel  go  and 
return  circuits  is  small  with  respect  to  their  distance  apart,  the 
effect  of  the  return  circuit  on  the  distribution  of  the  current  in 
the  upper  conductors  will  be  negligible. 

For  a  system  of  parallel  conductors  without  a  return  these 
formulas  become 

R 


Ro  Uo/i+54S*r 


i^W\ 


r-V0/l  + 


L 

lT1" 


°ii~r        n  1 2 

54s*    H^  +  VF 


(i7) 


i-2loga  +  2  (N-i)  log  s  -4  log  (— ^J1 


These  formulas  will  be  approximately  correct  for  single-layer 
coils  whose  lengths  are  short  compared  to  their  diameters. 

Formula  (13)  gives  the  ratio  of  the  alternating-current  resist- 
ance to  the  direct-current  resistance  for  a  single-layer  coil,  the 
length  of  which  is  great  with  respect  to  its  diameter. 

Formula  (15)  gives  the  corresponding  ratio  for  the  inductance 
of  the  coil. 

Formula  (16)  gives  the  ratio  of  the  alternating-current  resist- 
ance to  the  direct-current  resistance  of  a  single-layer  coil,  the 
length  of  which  is  small  with  respect  to  its  diameter. 

Formula  (17)  gives  the  corresponding  ratio  for  the  inductance 
of  the  coil. 

The  following  notation  is  used  in  the  above  formulas : 
R  =  Alternating-current  resistance. 
R0  =  Direct-current  resistance. 
L  =  Alternating-current  inductance. 
L0  =  Direct-current  inductance. 
N  =  Total  number  of  conductors  in  a  plane  or  the  number 

of  turns  on  the  coil, 
a  =  Radius  of  conductor. 

D  =  Distance  between  floors  or  the  radius  of  the  coil, 
j  =  Spacing  between  centers  of  adjacent  conductors. 
t  o)  a2 

A     =  

a 
co  =2  tt  times  the  frequency. 
a  =, Resistivity  in  electromagnetic  cgs  units. 
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Miss  CM.  Sparks  has  computed  these  U  and  V  functions  for 
values  of  X2  from  o  to  10.  A  table  of  these  functions  is  given  in 
the  appendix. 


G  =  4X2a2[l(tan-^-tan-^)  +  ^]2 
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5=log,+?log(^)_ilog(i+-) 

log  ( )'  is  approximately  equal  to 

N,      N    N-3     3.      3     N,      N     N-3        ,  n 
—  log 2_2iogi5==_  i0g ^-0.60819 

2       °    2  2  2       °  2         2        &    2  2  v 

As  an  example  in  applying  these  formulas,  the  ratio  R/R0  is 
computed  for  3,000  cycles  for  the  smallest  coil  used. 
N  =  160  =  number  of  turns. 

a  =0.259  cm  ==  radius  of  wire. 
D  =  4. 1 2  cm  =  distance  between  floors  =  radius  of  coil. 

s  =  o.  1  cm  =  spacing  between  centers  of  wire. 

p  =  i.72Xio3  absolute  units  =  resistivity  of  copper. 

<a  =  18,850  =  2  t  times  the  frequency. 

7T«  a2 

X  = =2.29 

<r 

From  Table  6 
Uoh  =  i.o7 

Ulh  =  1.02 

Also  by  solving  the  equations  on  page  92 

G  =  8.56 

^  =  0.326 

£=0.960 

F  =0.285 
Substituting  these  values  in  equation  (13) 

R/R0  =  3.oS 

To  obtain  the  ratio  L/LQ  for  the  same  coil  and  at  the  same  fre- 
quency, the  following  additional  expressions  must  be  obtained: 
Prom  Table  6 

V^  =0.420 
Solving  the  above  equations. 

•S=565-5 


m* 


log  v — 2 — / !=273-8 

Substituting  in  equation  (15) 
L/L0  =0.961. 
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IV.  EXPERIMENTAL    MEASUREMENTS. 
1.  CONSTRUCTION  OF  COILS. 

In  order  to  compare  values  obtained  by  these  formulas  with 
experimental  results,  a  few  coils  were  constructed  and  their 
alternating-current  resistance  and  inductances  were  measured  at 
several  frequencies. 

Large  wire  was  used  in  the  construction  of  these  coils  in  order  to 
exaggerate  the  "proximity  effects"  on  the  resistance  and  induc- 
tance. The  wire  was  wound  on  well-seasoned  wooden  cylinders. 
The  cylinders  were  turned  on  a  lathe  and  a  groove  cut  for  the  wire 
by  means  of  a  milling  tool.  All  the  coils  were  wound  with  160 
turns  of  No.  4  (diameter  0.519  cm)  bare  copper  wire,  the  pitch 
being  0.6  cm.  Coils  having  the  following  mean  diameters  were 
constructed:  30.39,  22.62,  15.77,  and  8.24  cm,  respectively.  The 
coil  having  a  diameter  of  15.77  cm  was  built  in  two  sections,  one 
section  having  no  turns  and  the  other  having  50  turns.  The 
sections  were  so  constructed  that  they  could  be  fitted  together  to 
form  a  coil  of  1 60  turns  and  at  the  same  time  not  have  a  discontinu- 
ity in  the  pitch. 

2.  METHOD   OF  MEASUREMENTS. 

Figure  2  is  a  diagram  of  the  bridge  which  was  used  in  measuring 
the  alternating-current  resistance  of  the  coils.  Rt  and  R2  are 
equal  noninductive  resistances  and  were  used  as  ratio  arms  of  the 
bridge.  L  is  the  coil  to  be  measured.  L2  is  a  variable  inductor 
having  a  range  equal  to  the  coil  L.  R4  is  a  variable  resistance.  R3 
is  a  variable  resistance  made  up  of  a  set  of  substitute  links  having 
a  range  of  o.  1  of  an  ohm  in  steps  of  0.01  ohm,  and  a  slide  10  resist- 
ance having  a  range  of  0.01  of  an  ohm.  Both  of  these  instruments 
were  specially  designed  for  work  of  this  nature.  Either  can  be 
read  to  0.0001  of  an  ohm.  Lt  is  a  variable  inductor  having  a 
range  of  0.1  mh.  It  is  constructed  of  Litzendraht  wire  in  the 
form  of  pancakes.  The  inductance  is  varied  by  sliding  one  coil 
over  the  other.  When  the  two  coils  are  separated  one-half  of  an 
inch  or  more,  the  proximity  effect  is  so  small  that  the  effective 
resistance  of  the  coil  is  not  changed  by  an  appreciable  amount 
while  varying  the  inductance.  The  following  procedure  was 
followed  in  making  the  measurements  of  the  alternating-current 
resistance  of  a  coil : 

With  Lx  and  R3  set  low  and  the  potential  terminal  from  the 
telephone  at  the  end  of  the  coil,  L;  L2  and  R4  were  varied  until  a 

10  C.  N.  Hickman,  "A  variable  resistor  of  low  value,"  Jour,  of  the  Optical  Soc.  of  Amer.,  October,  192a. 
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balance  was  obtained.  The  potential  terminal  was  then  moved 
along  the  coil  by  from  i  to  10  turns.  This  placed  a  part  of  the 
coil  in  the  other  arm,  and  if  a  balance  was  now  obtained  by  varying 
R3  and  Lu  the  change  in  Rz  would  be  twice  as  great  as  the  effective 
resistance  of  that  part  of  the  coil  which  was  added  to  the  other 
arm.  By  a  repetition  of  this  process  the  effective  resistance  of  the 
coil  was  measured  turn  by  turn,  or  by  any  number  of  turns.  The 
number  of  turns  transferred  from  one  arm  to  the  other  was  limited 
by  the  range  of  the  inductor  Lt. 


Fig.  2. — Diagram  of  bridge  used  in  measuring  the  alternating- 
current  resistance  of  coils. 

The  inductance  was  measured  by  means  of  Maxwell's  bridge, 
the  coil  being  placed  in  one  arm  of  a  Wheatstone  bridge,  the 
opposite  arm  being  a  resistance  shunted  by  a  capacitance. 

V.  COMPARISON    OF    EXPERIMENTAL    AND     CALCULATED 

RESULTS. 

Table  2  gives  a  comparison  of  the  measured  and  calculated 
results.  All  of  these  coils  had  160  turns  of  No.  4  bare  copper  wire 
wound  with  a  pitch  of  0.6  cm.     R/R0  is  the  ratio  of  the  alternating- 


96 


Scientific  Papers  of  the  Bureau  of  Standards.  [VoL:o> 


current  resistance  to  the  direct-current  resistance.  L/L0  is  the 
ratio  of  the  alternating-current  inductance  to  the  direct-current 
inductance.  In  the  first  column  of  the  measured  values,  R/R0  is 
the  ratio  of  the  effective  alternating-current  resistance  of  the 
middle  wire  of  the  coil  to  its  direct-current  resistance.  In  the 
second  column,  R/R0  is  the  ratio  of  the  average  of  alternating- 
current  resistances  of  all  the  turns  to  the  direct-current  resistance 
of  a  single  turn.  The  calculated  values  are  for  the  middle  turn 
and  for  floors  distant  from  each  other  by  an  amount  equal  to  the 
radius  of  the  coil. 


TABLE  2. — Ratios  of  the  Alternating-Current  Resistances  and  Inductances  of  le-Sing 
Layer  Coils  to  their  Direct-Current  Resistances  and  Inductances. 


Frequency  (cycles). 


Diameter 
of  coil. 


R/R„. 


Measured. 


Center 
wire. 


Average. 


Calculated, 
center 
wire. 


L/W 


Measured, 
average. 


Calculated, 
center 
wire. 


1,000. 


2,000. 


3,000. 


cm 

8.24 
15.8 
22.6 
30.4 

8.24 
15.8 
22.6 
30.4 

8.24 
15.8 
22.6 
30.4 


1.69 
1.63 
1.57 
1.56 

2.50 
2.40 
2.30 
2.50 

3.05 
2.94 
3.00 
3.05 


1.69 
1.59 
1.55 
1.54 

2.50 
2.33 
2.28 
2.40 

3.04 
2.88 
2.84 
2.75 


1.69 
1.63 
1.58 
1.53 

2.50 
2.38 
2.28 
2.17 

3.08 
2.93 
2.81 
2.68 


0.987 
.993 
.996 


0.985 
.993 
.995 


.966 

.969 

.985 

.986 

.992 

.990 

.964 

.961 

.981 

.982 

.989 

.988 

VI.  DISCUSSION   OF  RESULTS. 
1.  ACCURACY  OF  MEASUREMENTS. 

It  was  possible  to  make  resistance  measurements  of  the  small 
coil  with  an  accuracy  of  i  or  2  per  cent.  The  inductance  of  the 
larger  coils  was  so  high  that  resistance  measurements  could  not  be 
made  with  a  higher  degree  of  accuracy  than  4  or  5  per  cent.  The 
largest  coil  was  the  first  one  constructed  and  the  methods  of 
measurement  were  not  so  good  as  were  used  later  for  the  other 
coils.  In  the  meantime  this  coil  became  useless  due  to  shrinkage 
of  the  wooden  cylinder.  No  inductance  measurements  were  made 
on  this  coil. 

The  copper  wire  was  not  very  uniform  in  diameter  and  this 
dimension  may  be  in  error  by  1  per  cent  or  more.  The  other 
dimensions  of  the  coil  are  probably  correct  to  better  than  1  per 
cent. 
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As  has  been  explained,  the  resistance  values  of  the  coils  were 
obtained  by  measuring  the  coils  turn  by  turn.  It  was  possible  by 
this  means  to  obtain  the  distribution  of  the  effective  resistance 
along  the  coil.  Curve  A  of  Figure  3  shows  the  effective  alternating- 
current  resistance  of  the  largest  coil  turn  by  turn.  The  frequency 
was  3,000  cycles  per  second.  This  case  was  selected  because  the 
end  effects  were  the  most  pronounced. 

It  is  interesting  to  note  that  the  effective  resistance  of  the  end 
turn  is  negative.  Experimentally  this  means  when  this  turn  was 
transferred  from  one  arm  of  the  bridge  to  the  other  that  the 
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FlG.  3. — Distribution  of  effective  alternating-current  resistance.     Diameter  of  coil,  JO. 4 
cm.; frequency,  2,000  cycles.     No.  4  bare  copper  wire.     Spacing  6  mm. 

A,  Curve  for  effective  alternating-current  resistance  when  potential  is  applied  across  entire  coil;  B,  curve 
for  effective  alternating-current  resistance  when  potential  is  applied  across  only  100  turns,  the  other  60 
turns  being  a  "dead  end." 

resistance  of  that  arm  had  to  be  decreased  rather  than  increased 
as  might  have  been  expected.  Physically  this  means  that  the 
induced  electromotive  force  in  this  turn,  which  is  in  phase  with 
the  current,  is  greater  than  the  counter  electromotive  force  due 
to  the  ohmic  resistance  of  the  turn.  It  has  been  suggested  that 
"  apparent  resistance "  might  be  a  better  expression  than  "effective 
resistance."  However,  when  the  measured  values  of  the  turns 
are  added,  we  have  the  real  alternating-current  resistance  of  the 
coil  and  not  its  apparent  resistance  so  that  if  the  expression 
"effective  resistance"  is  properly  interpreted  there  should  be  no 
confusion  caused  by  its  use. 
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Butterworth11  in  his  paper  on  "Eddy  current  losses  of  cylin- 
drical conductors,"  has  shown  mathematically  that  this  apparent 
negative  resistance  at  the  ends  of  coils  may  exist  and  calls  it  the 
effective  resistance  of  that  portion  of  the  coil.  He  shows  that  the 
energy  loss  is  greatest  at  this  portion  of  a  coil  but  indicates  that 
the  energy  is  supplied  by  the  other  part  of  the  coil  and  thus 
increases  its  effective  resistance. 

3.  ASSUMPTIONS  IN  THE  DEVELOPMENT   OF  THE  FORMULAS. 

It  will  be  remembered  that  we  have  assumed  that  the  effect  of 
the  curvature  of  the  wire  is  negligible.  In  view  of  some  special 
cases  which  have  been  worked  out  where  the  curvature  was  taken 
into  consideration,  it  is  believed  that  this  assumption  is  justified. 

It  was  also  assumed  that  the  current  was  distributed  in  the 
same  manner  in  each  wire.  This  is,  of  course,  not  true  for  a  finite 
coil,  but  as  shown  by  the  experimental  results  the  end  effects  are 
not  large  for  a  long  coil.  The  losses  in  the  end  turns  tend  to  in- 
crease the  effective  resistance  of  the  middle  turns  but  the  effective 
resistance  of  the  end  turns  is  less,  so  that  these  two  effects  tend  to 
neutralize  each  other.  It  should  be  remembered  that  while  the 
current  has  been  assumed  to  have  the  same  distribution  in  all  of 
the  turns,  this  distribution  is  not  the  same  as  that  for  an  infinitely 
long  coil.  For  example,  in  computing  the  resistance  of  the  largest 
coil,  if  a  distribution  had  been  assumed  that  exists  for  an  infinitely 
long  coil,  the  values  would  have  been  almost  50  per  cent  higher 
than  those  obtained.  For  an  infinitely  long  coil  the  value  of  G 
would  become 

G-4^'[iH(9°°-tan"i)] 

in  place  of 

G-4^[jH(tan-.g-tan-'^)] 

Ns 
For  the  large  coil  tan-1  —^  is  about  710.     Thus  for  an  infinitely 

long  coil  the  value  of  G  would  be  increased  by  about  50  per  cent. 
The  only  assumption  that  has  been  made  in  obtaining  the  induc- 
tance formula  is  that  the  change  of  inductance  in  per  cent  with 
alternating  current  is  equal  to  the  per  cent  change  in  the  parallel 
floor  systems. 

11  Philosophical  Transactions,  Royal  Soc.  of  London,  Series  A,  222,  pp.  57  to  100;  1921. 
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4.  EDDY  CURRENT  LOSSES  IN  "DEAD-END"   PORTION  OF  COILS. 

Curve  B  in  Figure  3  shows  the  effective  distributed  resistance 
in  the  large  coil  when  the  potential  is  applied  across  only  100 
turns.  The  other  60  turns  act  as  a  "dead  end"  and  their  eddy 
current  losses  cause  an  increase  in  the  effective  resistance  of  the 
100  turns. 

The  coil  which  was  constructed  in  two  sections  was  measured 
in  the  same  manner  and  it  was  found  that  it  made  no  difference 
whether  the  dead-end  portion  was  electrically  connected  or  not. 
However,  if  it  were  removed,  the  effective  resistance  of  the  remain- 
ing part  would  drop  to  a  value  such  as  would  be  expected  for  a 
coil  of  its  dimensions.  This  coil  being  much  smaller,  the  end 
effects  were  very  much  smaller.  Even  at  3,000  cycles  the  effective 
resistance  of  the  end  turns  did  not  become  negative,  although  it 
was  less  than  the  direct-current  resistance. 


5.  IMPORTANCE  OF  THE  VARIOUS  TERMS  OF  THE  FORMULAS. 

The  first  terms  of  the  resistance  formula  represents  the  "skin 
effect"  or  the  ratios  of  the  alternating-current  to  direct-current 
resistance  if  the  wire  were  stretched  out  in  a  straight  line.  The 
second  term  represents  the  effect  due  to  the  field  of  the  coil.  The 
third  term  represents  the  "proximity  effect"  of  the  wires.  This 
term  is  never  very  large  and  most  of  the  effect  is  produced  by  the 
first  four  or  five  adjacent  wires. 

Table  3  is  given  in  order  to  show  the  values  of  the  separate 
terms  for  the  coils  which  have  been  investigated. 

TABLE  3. — Importance  of  the  Various  Terms  Occurring  in  the  Formulas. 


Term. 

R/Ro. 

AL/L  . 

Frequency  (cycles). 

Diameter  of  coils  in 

cm. 

Diameter  of  coils 

in  cm. 

8.2 

15.8 

22.6 

30.4 

8.2 

15.8 

22.6 

1,000 

1 

2 
3 

Sum 

1 
2 
3 

Sum 

1 
2 
3 

Sum 

1.05 
.61 

.03 

1.05 
.55 
.03 

1.05 
.50 
.03 

1.05 
.45 
.03 

0.0003 
.0153 
.0002 

0.0002 
.0070 
.0001 

0.0001 

.0045 
.0001 

1.69 

1.63 

1.58 

1.53 

.0158  |        .0073 

.0047 

2,000 

1.17 
1.21 
.12 

1.17 

1.09 

.12 

1.17 
.99 
.12 

1.17 
.88 
.12 

.0011 
.0293 
.0009 

.0005 
.0134 
.0004 

.0004 

.0086 
.0003 

2.50 

2.38 

2.28 

2.17 

.0313 

.0143 

.0093 

3,000 

1.33 

1.52 

.23 

1.33 

1.37 

.23 

1.33 

1.25 

.23 

1.33 

1.12 

.23 

.0020  |         .0010 
.0355           .0162 
.0016           .0008 

.0007 

.0105 
.0007 

3.08  J      2.93 

2.81 

2.68 

.0391 

.0180 

.0119 
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6.  CONVERGENCE  OF  THE  SERIES. 


The  convergence  of  the  U  and  V  series  is  a  function  of  the 
diameter  of  the  wire,  the  frequency  and  the  resistivity  of  the 
conductor. 

For  copper  wire  No.  2  A.  W.  G.  (diameter  0.654  cm)  these  series 
are  sufficiently  convergent  for  frequencies  as  high  as  3,000  cycles 
per  second.  For  No.  12  wire  (diameter  0.205  cm)  the  frequency 
may  be  as  high  as  30,000  and  for  No.  22  wire  (diameter  0.0644  cm)» 
300,000,  etc. 

7.  APPLICATION  OF  OTHER  FORMULAS  TO  THE  EXPERIMENTAL  COILS. 

The  ratio  of  the  alternating-current  resistance  to  the  direct- 
current  resistance  was  computed  for  the  experimental  coils  using 
the  formulas  of  Sommerfeld  and  Butterworth.  Table  4  gives 
these  values,  together  with  the  measured  values  and  those  obtained 
by  using  the  author's  formula.  According  to  Butterworth 's 
formula  the  alternating-current  resistance  of  a  coil  decreases  very 
rapidly  as  the  diameter  is  increased,  all  the  other  constants  of  coil 
remaining  unchanged.  This  is  not  borne  out  by  the  measured 
values  nor  by  the  author's  formula. 

TABLE  4.— Table  of  Values  Obtained  With  Other  Formulas. 


Diameter. 

R/Ro. 

Frequency  (cycles). 

Computed  values. 

Measured 
values. 

Sommer- 
feld. 

Butter- 
worth. 

Hickman. 

1,000 

cm 
8.24 
IS.  8 
22.6 
30.4 

8.24 
IS.  8 
22.6 
30.4 

8.24 
15.08 
22.06 
30.4 

2.12 

2.12 
2.12 
2.12 

5.45 
5.45 
5.45 
5.45 

11.01 
11.01 
11.01 
11.01 

3.75 
2.45 
2.00 
1.92 

7.49 
4.47 
3.42 
3.22 

10.47 
6.09 
4.57 
4.28 

1.69 
1.63 
1.58 
1.53 

2.50 
2.38 
2.28 
2.17 

3.08 
2.93 
2.81 
2.68 

1.69 

2,000 

1.59 
1.55 
1.54 

2.50 

8,000 

3.33 
2.28 
2.40 

3.04 

2.88 
2.84 
2.75 

This  error  is  probably  due  to  his  assumption  that  the  field  from 
adjacent  conductors  is  uniform  over  the  cross  section  of  the  con- 
ductor under  investigation. 

On  the  other  hand,  Sommerfeld 's  results  are  independent  of  the 
diameter  of  the  coil.  This,  together  with  the  fact  that  his  values 
are  too  large,  is  due  in  part  to  considering  the  coil  infinitely  long. 
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A  summary  of  the  contents  of  this  paper  is  given  at  the 
beginning. 

The  author  wishes  to  express  his  appreciation  to  Dr.  Curtis 
and  Dr.  Snow  for  their  assistance  in  the  mathematical  part  of 
this  paper,  and  to  Miss  Sparks  for  her  assistance  in  making  experi- 
mental measurements  and  computations. 

VII.  APPENDIX. 

I.  A    SIMPLE    FORMULA    FOR    THE    MUTUAL    INDUCTANCE    BETWEEN 
COAXIAL  CIRCLES  OF  THE  SAME  DIAMETER. 

It  has  been  shown  that  if  the  conductors  of  a  return  circuit  are 
spaced  so  that  the  distance  between  them  is  0.5413  times  the  diam- 


4 


V- 


-o 


zr 


t- 


Fig.  4. — Cross  section  of  coaxial  circles  and,  return  circuits. 

eter  of  a  circular  ring  made  of  the  same  size  conductor,  the  self- 
inductance  per  unit  length  of  one  of  the  conductors  is  equal  to 
the  self -inductance  per  unit  length  of  the  circular  ring. 

If  two  identical  return  circuits,  whose  planes  are  parallel,  and 
distant  from  each  other  by  s,  are  placed  in  a  manner  to  corre- 
spond to  two  equal  coaxial  circles  (see  Fig.  4),  the  mutual  induc- 
tance per  unit  length  between  the  systems  will  be  approximately 
equal  to  the  mutual  inductance  per  unit  length  of  the  coaxial 
circles,  provided  that  the  spacings  between  the  wires  of  the  return 
circuits  are  0.5413  times  the  diameters  of  the  coaxial  circles. 
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But  the  mutual  inductance  per  unit  length  between  two  very 
long  return  circuits  placed  as  designated  above  is 


M 


=2[iogf-i]-2[iog^^2-i]=2[iog^±5!] 


Where  s  is  the  distance  between  the  systems  and  D  is  the  dis- 
tance between  the  conductors  of  the  return  circuit. 

Therefore,  the  mutual  inductance  between  two  coaxial  circles 
having  the  same  diameters  is 


M 


-4xr[log3/?±Ea] 


where  r  is  the  radius  of  the  circles,  j  the  distance  between  them 
and  D  is  0.5413  times  the  diameter  of  the  circles,  or  1.0826  times 
the  radius  r.     This  formula  may  then  be  written 


M 


=  47rr  flog  V*2  + 1-172^1     27rr  log  /j  +  j  iy2  £\       (l8) 


Table  5  gives  a  comparison  between  the  correct  values  and  those 
obtained  with  this  formula,  and  also  those  obtained  by  the  simple 
Maxwell  formula 


M  =  4 


irr\  log-j-2j 


The  values  are  computed  for  circles  50  cm  in  diameter  at 
various  distances  apart. 

TABLE  5. — Mutual  Induction  Between  Coaxial  Circles  Whose  Diameters  are 

50  cm. 


Spacing  s. 

Correct 
values. 

Computed 
by  Mai- 
well's 
formula. 

Computed 

by  for- 
mula (18). 

1 

1,036.67 
606.07 
216.96 
167.09 
122.5 
93.2 
53.7 
35.5 

1,036.0 

600.7 

165.0 

95.0 

25.0 

-32.0 

-122.0 

-192.0 

1,036.4 
604.1 

4 

16 

212.3 

20 

163.5 

25 

121.9 

30 

93.5 

40 

59.3 

50 

40.4 
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2.  EVALUATION  OF  INTEGRALS. 

The  integrals  occurring  in  this  paper  are  of  the  same  type  as 
those  appearing  in  Scientific  Paper  No.  374  and  their  evaluations 
are  given  in  the  appendix  of  that  paper.  They  are  repeated  here 
for  the  convenience  of  those  who  wish  to  check  the  results  of  this 
paper. 

The  integral 

Podpo       Po  {log  [p2  +  pl  - 2pp0  cos  (0 -do)]}  cos  n$0dd0 

o  Jo 

becomes  for  n > o  and  n  —  m^2 

T  T       2pm+2  p*am~a+2    "1 

71=27tcosw0    t — : — T2 2-7— *- ; — r- 

L(?w  +  2)  —  w2     (m—n  +  2)nj 


for  n  >  o  and  n  —  m  =  2 

_  _  2irpD  cos  nd 
ll~  n 

for  n  =  o 


[logp-loga-^] 


.      47m  m+2  log  a     4?r  (am+2  -  pm+2) 
1_        ra  +  2  (tn  +  2)2 

For  the  second  type  of  integral 

Pr^Pr  I      P?  {log  [9?  +p?  -  2grpr  COS  (zr  -0O)]}  COS  wM^r 
o  »/ o 

When  n>o 

When  n  =  o 

p?+1  (4^  log  qr)  dpT 


-r. 


The  other  integrals  are  of  the  same  type. 

3.  EXPANSION   OF  LOG  qr,  COS  PZr,  ETC. 

The  expansion  of  these  terms  may  be  made  in  a  similar  manner 
to  the  expansion  of  the  similar  expressions  occurring  in  Scientific 
Paper  No.  374. 


104  Scientific  Papers  of  the  Bureau  of  Standards.  ivoiio 

It  is  found  that 

V  cos  20     p*  cos  40 


log  gr  4- log  9,.  =  2  logr^+2    - 


4rV 


+ 


] 


2D  2D2 

log  QT  +  \ogQT  =  2  log  HT  +  jj2  p  cos  0- -jp p2  cos  26 


+  JT2P2  cos  28+  •   -   •   ■ 

_  2^  Vp  cos  0    p3  cos  30 
r>y  |_     ts  r3s3 

2ZT      COS   2Zr_  2    j~         3P2  COS  20 

?      +     ??  r^L1  rV  J 


COS2r      COS   Zr 
COS 


COS  2Zr  ,  COS  Zr  2D         2 


Qr 


+ 


£r 


=  -Jp-JjiP  COS0  + 


4X>2p  cos  0 


+ 


COS  2Zr      COS  2Zr  _  4Z)2         2 
"Of 


■4 


4.  THE  U  AND  V  FUNCTIONS. 


The  following  table  gives  the  values  of  the  U  and  V  functions 
that  occur  in  this  paper.  They  are  computed  for  various  values 
of  X2,  being  almost  linear  functions  of  this  quantity. 

TABLE  6.— Values  of  U  and  V  Functions. 


\2 

U„/, 

Vo/, 

Volt 

V„/s 

Ui/j 

V./, 

0 „.» 

1.00000 
1. 07815 
1. 14730 
1. 20903 
1.26464 
1.31509 
1.36117 
1.40350 
1.44262 
1.47891 
1.51275 

0.50000 
. 48056 
. 46357 
.44857 
. 43524 
. 42329 
. 41250 
. 40274 
. 39382 
. 38566 
.37816 

1.00000 
1.01362 
1.02674 
1.03938 
1. 05159 
1. 06338 
1. 07476 
1. 08579 
1. 09647 
1. 10681 
1. 11685 

0. 66667 
.66484 
.  66312 
.  66144 
. 65985 
.65830 
.65682 
.  65540 
.65401 
.  65268 
.  65138 

1.00000 
1.00411 
1. 00820 
1.01221 
1.01616 
1  02008 
1.02391 
1. 02768 
1.03141 
1.03509 
1. 03872 

0.25000 

1 _ 

2 

.24965 
. 24931 

3 

.24898 

i 

.24866 

5 

.24834 

6 

.24802 

7 

.  24771 

8 

.  24741 

9 

. 24710 

10 

.24681 
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